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Inspection Equipment
Frequency: 12 Months
Standardizations
Procedure Number: BMPR QCD03
1.
2.
3.
Date of Inspection (mm/dd/yy)
Date of Next Inspection (mm/yy)
Gauge Block
Inches (mm)
Inspector
1.
2.
3.
Procedure for Standardizing Micrometers
Preparation Date:          08/17/2018
Revised Date:                  N/A
Procedure Number:          BMPR QCD03
Frequency:                   12 months
Equipment Checked:         Micrometer
Purpose                           This method provides instructions for standardizing micrometers.
Inspection Equipment:         1.    NIST traceable Calibrated Gauge Blocks.
Tolerance:                   The micrometer shall be accurate to within + 0.001" (0.025mm) or to the accuracy of the applicable test method. 
Procedure:                   1.    Clean the measuring face of the micrometer jaws with a soft cloth. Check for wear by closing the jaws and holding the micrometer up to a light. No light should be seen between the jaws. 
                           2.    Close the caliper jaw and verify the "zero" reading.
                           3.    Using gauge blocks, check the jaws of the micrometers at the various widths of the gauge blocks and record the measurements. 
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